Introduction {#sec1_1}
============

Endoscopic nasobiliary drainage (ENBD) catheters are known to be very useful and effective devices for temporary biliary drainage in acute suppurative cholangitis \[[@B1]\]. ENBD catheters have been a standard treatment strategy for drainage of the biliary system in patients with cholangitis for more than 30 years \[[@B1]\]. They are most often used in patients with a malignant stricture secondary to a pancreaticobiliary cancer as well as in patients with stones in the common bile duct \[[@B2],[@B3]\]. However, the conventional technique has the following critical disadvantages. (1) The operator cannot perform the procedure unassisted, and the mouthpiece must be removed from a sedated patient with a change of position. (2) The operator must look into the patient\'s oropharynx and draw the end of the Nelaton tube out through the patient\'s mouth, and thus the procedure is very uncomfortable for the operator as well as the patient. Japanese endoscopists have tried to overcome these disadvantages for many years. Although a simpler, guide-wire technique that does not involve the use of a Nelaton tube was presented for the first time at the 48th Annual Meeting of the Japan Biliary Association in 2012 \[[@B4]\], no literature on this technique has been published yet. In this study, we evaluated the guide-wire technique in comparison to the traditional technique.

Subjects and Methods {#sec1_2}
====================

This was a prospective, single-blind, controlled pilot study of the novel guide-wire technique for repositioning ENBD catheters from the mouth to the nose, and it was conducted at a single center. The study subjects were 50 consecutive patients (28 men and 22 women) who underwent ENBD at the Yachiyo Medical Center, Tokyo Women\'s Medical University (Chiba, Japan) between September 2012 and June 2013. The clinical characteristics of the patients are shown in table [1](#T1){ref-type="table"}. Informed consent was obtained from all patients before endoscopic retrograde cholangiopancreatography (ERCP) was performed. The study was performed in accordance with the ethical standards of the institutional review board and the Declaration of Helsinki (protocol 139428, 1 August 2012). Midazolam (5 mg) and pentazocine (7.5 mg) were intravenously injected for the induction of sedation and analgesia, and supplemental doses were administered as needed. Stenting of the ENBD tube under fluoroscopic guidance was performed in all patients with a duodenoscope (JF-260V; Olympus, Tokyo, Japan). The ENBD tube used in all cases was a 6-Fr reverse alpha type (Flexima™ Nasobiliary Catheter Single Pigtail, Cat. No. 4012, Boston Scientific, Tokyo, Japan), and a Nelaton tube was used (Angel Robinson catheter A, size 6, Cat. No. 130202, Kosan Co., Tokyo, Japan) or a guide wire (the 0.035-inch Hydra Jagwire™ or the 0.025-inch VisiGlide™, Boston Scientific, Tokyo, Japan). Procedural time, age, gender and success rate (%) were evaluated and compared with the conventional technique. The two techniques were randomly performed by two endoscopists (T.H. and J.A.), each of whom had experience in performing ERCP in \>1,000 cases. The patients were blinded to the randomization sequence. They were randomized in advance (by means of randomization software) into the novel technique and traditional technique groups and then distributed by a third person to the endoscopic center using opaque sealed envelopes. They were randomized before the endoscopists evaluated their clinical parameters. The primary end point was the procedural time. Procedural time was measured from the moment of insertion of the Nelaton tube or guide wire into the nostril until the ENBD catheter had been repositioned in the nose. Procedural time was evaluated only in patients in whom the ENBD catheter had been successfully repositioned. The cost of each procedure was also assessed. The secondary end point was the success rate of the procedures.

The Novel Guide-Wire Technique {#sec2_1}
------------------------------

The novel technique only required the use of a guide wire that is commonly used in ERCP. One end of the guide wire was held straight with the operator\'s right hand. With the operator\'s left hand, a loop was made in the middle portion of the guide wire, and this loop was then held at its base where the wire crossed (fig. [1a](#F1){ref-type="fig"}). With the patient under sedation in the abdominal position, the straight end of the guide wire was passed directly through a nostril into the nasopharynx. The operator inserted the loop through the mouthpiece and advanced it to the oropharynx. Under X-ray fluoroscope guidance, the straight end of the guide wire was caught in the loop in the hypopharynx and led out of the mouth (fig. [1b](#F1){ref-type="fig"}). Finally, the ENBD catheter was drawn from the pharynx out through the nostril with the guide wire in a retrograde fashion (fig. [1c](#F1){ref-type="fig"}, [1d](#F1){ref-type="fig"}). The guide wire caught in the loop was easily visible under fluoroscopy (fig. [2](#F2){ref-type="fig"}). It is noteworthy that no laryngoscope, Nelaton tube or postural change was used in this novel technique. Physical assistance by other people is required for the conventional technique, but a single operator performed the procedure unassisted for the guide-wire technique.

The Conventional Technique of Repositioning the ENBD Catheter {#sec2_2}
-------------------------------------------------------------

This procedure for the repositioning ENBD tube from the mouth to the nostril has been described previously \[[@B5]\]. Briefly, after insertion of the ENBD tube transorally, a Nelaton tube is inserted transnasally in order to engage the ENBD tube with a postural change. The mouthpiece is then removed and the leading end of the Nelaton tube is orally pulled out using surgical forceps under the guidance of a laryngoscopy. The tubes are connected by inserting the end of the ENBD tube into the Nelaton tube. Finally, the Nelaton tube and the connected ENBD tube are nasally pulled back out.

Evaluation of the Method {#sec2_3}
------------------------

Data are expressed as means ± standard deviation, and the statistical analysis was performed with the Microsoft Excel (Microsoft, Redmond, Wash., USA) and GraphPad Prism v5.00 (GraphPad Software, San Diego, Calif., USA) software programs. All comparisons of parameters between the 2 groups were performed using an unpaired Student t test followed by a nonparametric test. Differences between groups were considered significant when the p value was \<0.05.

Results {#sec1_3}
=======

There were no significant differences between the guide-wire group (69.71 ± 11.34) and the conventional group (70.50 ± 13.30) in age (p = 0.82) or gender (58% males and 42% females; p = 0.89). There was a success rate for the repositioning procedure of 96.4% (27/28) in the guide-wire group and 95.5% (21/22) in the conventional group (p = 0.86). Procedure time in the successful cases was 120.8 ± 58.34 s in the guide-wire group (median 102) and 131.9 ± 71.64 s in the conventional group (median 110), also with no statistical difference (p = 0.56; table [1](#T1){ref-type="table"}). There were two repositioning failures, one caused by the inability to insert the guide-wire into the pharynx and the other by dislocation of the ENBD catheter from the bile duct during the procedure. No switches from an operator to a senior physician were required in the study. X-ray fluoroscopy during the guide-wire technique required an extra exposure time (median 70 s) but the conventional technique did not. Complicated procedures in the conventional technique included removal of the mouthpiece, a postural change, laryngoscopy and the use of a Nelaton tube; these were not required in the novel technique. No patients had any adverse events related to the novel or the traditional technique. The cost of a Nelaton tube (USD 1.17 or JPY 140) was saved in the novel guide-wire technique.

Discussion {#sec1_4}
==========

In this study, the guide-wire technique was a useful procedure for repositioning the ENBD catheter through the nose. This method was found to be superior in terms of feasibility, safety and visibility, and it allowed placement in a short time with X-ray fluoroscopy assistance. The device used in this novel technique was simple, available, inexpensive and uninvasive. An ENBD kit contains a guide wire, so no extra preparations were required. A Nelaton tube was unnecessary for this technique. Furthermore, all endoscopists can easily perform this technique after practising a few times because of the simpleness of the technique. There is thus a definite possibility that this novel guide-wire technique could become the first choice for ENBD catheter replacement. A Japanese group developed a 'roping technique′ in 2012 \[[@B6]\]. Since this technique does not require removal of the mouthpiece or the use of a laryngoscope to insert the ENBD catheter into the pharynx with postural change, it seemed to be a breakthrough after the conventional technique. However, it still required painful insertion of a Nelaton tube through the nostril into the pharynx during the procedures. Another disadvantage is that the Nelaton tube is very hard to detect during fluoroscopy. Our technique, on the other hand, does not require a Nelaton tube or removal of the mouthpiece or laryngoscopy or a postural change. In addition, only a single guide wire, readily visible under X-ray fluoroscopy, is required to reposition the ENBD catheter. An interesting magnet technique that does not require removal of the mouthpiece or laryngoscopy was recently reported \[[@B7]\], but the use of the magnet and another suction tube involves additional costs and preparation. Furthermore, insertion of a thick Nelaton tube remains uncomfortable for patients, and the magnet method cannot be used in patients with pacemakers because the magnet can affect pacemaker function as in magnetic resonance imaging examinations. In the study reporting the magnet method, the authors themselves pointed out the problem of detachment of the magnet from the tube \[[@B8]\]. This indicates that magnetic attraction during this procedure can be very unstable. Furthermore, their report was not a comparative study.

Statistical comparison is essential to determine the exact benefits of a novel technique. In our study, we compared the novel guide-wire technique with the traditional technique. It is noteworthy that our technique can be used in patients with pacemakers. Our guide-wire technique is simple and noninvasive. Although guide wires are very useful tools for performing cholangiography \[[@B8],[@B9]\] and angiography \[[@B10]\] as well as for the treatment of gut obstructions \[[@B11]\], they are disposable products intended for only a single use. Here, we showed a use for guide wire other than cannulation during ERCP. No additional devices and costs are needed for inserting an ENBD catheter into a nostril. No adverse events were observed. The only drawback of our novel procedure was the additional 70-second X-ray exposure, but we do not consider that this has a long-term effect on patients′ health. The mean procedure time of our technique was shorter than the traditional technique, although the difference did not reach statistical significance (p = 0.56; table [1](#T1){ref-type="table"}).

Our study had two limitations. The first was that the number of subjects was relatively small, and the second was that it was a single-center pilot study. Larger studies or multicenter clinical trials will be needed to confirm the usefulness of our novel technique.

Conclusion {#sec1_5}
==========

The guide-wire technique for repositioning an ENBD catheter was equally effective and required only one operator. Furthermore, no adverse events were observed in the procedure. Therefore, the use of this novel technique for repositioning ENBD catheter instead of the traditional technique is highly recommended.
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![**a-d** Procedure with the novel guide-wire technique to reposition the proximal end of an ENBD catheter from the mouth to the nose.](mpp-0024-0339-g01){#F1}

![Fluoroscopic view of a guide wire.](mpp-0024-0339-g02){#F2}
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Clinical characteristics of all ENBD patients

  Characteristics     Whole cohort (n = 50)   Conventional technique (n = 22)   Guide-wire technique (n = 28)   p value
  ------------------- ----------------------- --------------------------------- ------------------------------- ---------
  Age, years          70.06 ±12.12            70.50 ±13.30                      69.71 ± 11.34                   0.82
  Gender, %                                                                                                     0.89
   Female             42                      40.9                              42.9                            
   Male               58                      59.1                              57.1                            
  Success rate, %     96                      95.5                              96.4                            0.86
  Procedure time, s   125.7 ± 64.02           131.9 ±71.64                      120.8 ± 58.34                   0.56
